
Department of Forensic Science 0
Breath Alcohol Section

Trouble Call Log
1/1/1990 To 6/1/2015

Instrument Serial Number: 010570 01-Jun-15

Date: 01-Jun-15 Time: 2:24 AM Remote: True Tech: MMB (26417) Location: Bedford County SO

Indication: KEYBOARD/CARD READER NOT RESPONDING

Problem: CARD READER NOT RESPONDING.

Technician Response: AGENCY CONTACTED VIA PHONE.

Resolution NO FURTI-IER ACTION REQUIRED
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